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Significance of external loop recorders (ELR) in diagnosis 
of disturbances in heart rhythm
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Background. Heart palpitations are frequently reported by patients but have non-specific character, which poses 
a principal diagnostic difficulty. there are several methods of ecg monitoring, however selection and duration of such record-
ing should be guided by the expected time of repeated symptoms. external loop recorder (elr) represents an external recording 
instrument in patients who have an inter-symptom interval ≤ 4 weeks.
Objectives. this study aimed at evaluation of elr usefulness in patients with periodic manifestation of heart palpitations and 
at evaluation of prevalence of arrhythmias in this group of patients.
Material and methods. the study was conducted on 48 patients, including 38 women and 10 men. Mean age of the patients 
was 48.5 ± 18 years. duration of the monitoring period using elr recorder varied from 3 to 10 days, depending on manifesta-
tion of subjective symptoms.
Results. abnormalities in ecg record were detected in 33 patients (68.75%). in the remaining 15 patients (31.25%) ecg 
records were normal. Most frequently (in 77.08% patients) benign alterations were disclosed, including sinus tachycardia, pre-
mature supraventricular complexes and premature ventricular complexes, a group of disturbances defined as clinically signifi-
cant was manifested in 27.08% of examined patients. alterations of ischemic character accounted for 20.83% of disturbances. 
Conclusions. external loop recorder is an easy tool for diagnosing heart palpitations in case when Holter monitoring is not 
conclusive. the group of people in whom external loop recorders should be specially applicable are elderly individuals, due 
to the physiological changes in conduction system in the course of the aging process.
Key words: disturbances in heart rhythm, ecg monitoring, external loop recorder.

Wstęp. kołatania serca stanowią częstą dolegliwość zgłaszaną przez pacjentów. istotną trudność diagnostyczną 
stanowi ich niska swoistość. istnieje kilka metod monitorowania ekg przydatnych w diagnostyce przyczyn kołatań serca. Przy 
doborze metody oraz czasu trwania zapisu należy kierować się przewidywanym czasem powtarzania się objawów. zewnętrz-
ny rejestrator pętlowy (elr) znajduje zastosowanie u pacjentów, u których odstęp między objawami wynosi ≤ 4 tygodnie.
Cel pracy. ocena przydatności elr u pacjentów z okresową manifestacją kołatań serca w ocenie częstości występowania za-
burzeń rytmu serca.
Materiał i metody. badania przeprowadzono u 48 chorych, w tym 38 kobiet i 10 mężczyzn. Średni wiek pacjentów wynosił 
48,5 ± 18 lat. czas trwania okresu monitorowania za pomocą elr wahał się od 3 do 10 dni, w zależności od manifestacji ob-
jawów subiektywnych.
Wyniki. nieprawidłowości w zapisie ekg stwierdzono u 33 chorych (68,75%). u pozostałych 15 pacjentów (31,25%) zapisy 
ekg były prawidłowe. najczęściej (u 77,08% chorych) zostały ujawnione zmiany łagodne, w tym tachykardia, przedwczesne 
pobudzenia nadkomorowe i komorowe, zaburzenia z grupy definiowanej jako istotne klinicznie ujawniły się u 27,08% bada-
nych pacjentów. zmiany o charakterze niedokrwiennym stanowiły 20,83% zakłóceń.
Wnioski. zewnętrzny rejestrator pętlowy stanowi łatwe w obsłudze narzędzie do diagnozowania kołatań serca, zwłaszcza 
w przypadku, gdy wynik badania ekg metodą Holtera jest niejednoznaczny. grupę osób, u których elr powinny być szcze-
gólnie przydatne, stanowią osoby w podeszłym wieku, ze względu na zmiany w układzie bodźcowo-przewodzącym występu-
jące fizjologicznie w trakcie procesu starzenia.
Słowa kluczowe: zaburzenia rytmu serca, elektrokardiogram, zewnętrzny rejestrator pętlowy.
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Background
cardiovascular diseases account for 45% deaths in 

Poland [1]. a symptom of heart palpitation is frequently 
reported by patients but its non-specific character poses 

a principal diagnostic difficulty. it should be mentioned that 
palpitations suggest manifestation of disturbances in heart 
rate, either requiring no intense therapeutic management or 
posing threat to the patient’s health and life. therefore, the 
patients complaining of palpitations require ecg monitor-
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ing. one of the main goals should be the determination of 
correlations between manifestation of the symptoms and ar-
rhythmias, however it sometimes happens that patients may 
be symptomless, or present only minor or atypical signs of 
arrhythmia [2].

arrhythmias are more common in people of older age. 
this fact is connected with physiological changes present in 
conduction system of the heart and frequent co-existence 
of coronary heart disease, as well as, arterial hypertension 
in elderly individuals. aging of the organism is associated 
with the degenerative process of the sinus node resulting in 
fibrosis. diagnosis of disturbances in heart rhythm may be 
conducted in ambulatory conditions in patients of the group 
of low risk of cardiovascular events or a sudden cardiac 
death (scd). at present there are several methods of long 
term ecg monitoring while selection and duration of such 
recording should be guided by the expected time of repeated 
symptoms [3].

external loop recorder (elr) represents an external re-
cording instrument with two bipolar skin surface electrodes, 
placed on patient’s chest. the registered ecg record is stored 
in the form of a loop, i.e. continuously collecting new data 
over the earlier ones. activation of the instrument results in 
“freezing” of the till now registered record and it is executed 
by the patients in the moment of the symptom manifesta-
tion. an appropriate software allows to individually adjust 
the time in which the ecg record is stored. according to 
the new guidelines external loop recorder is indicated when 
symptoms occur in week intervals (up to 4 weeks) optional 
to 7 days of Holter monitoring and in case of symptoms oc-
curring in month intervals 14 to 30 days of external loop 
recorder should be applied [3, 4]. discussion on useful-
ness and credibility of elr always involves its comparison 
to monitoring using the traditional Holter method, optimum 
duration of monitoring and an appropriate registration of the 
record by the examined patients. 

Objectives

this study aimed at evaluation of elr usefulness in pa-
tients with periodic manifestation of heart palpitations and 
at evaluation of prevalence of arrhythmias in this group of 
patients. 

Material and methods

the study was conducted on 48 patients, including 
38 women (79.16%) and 10 men. Mean age of the patients 
was 48.5 ± 18 years. the patients participating in the study 
were admitted to the Holter laboratory of Pathophysiology 
department, wroclaw Medical university. elr cardiocall 
st80 (del Mar reynolds Medical, Hereford, uk) and cardio-
connect software were used.

duration of the monitoring period using elr recorder 
varied from 3 to 10 days, depending on manifestation of 
subjective symptoms. when the manual recording function 
is activated by the patient, recent 1 min fragment of ecg 
is stored. the clinically significant disturbances included 
non-sustained ventricular tachycardia (nsVt), paroxysmal 
supraventricular tachycardia (PsVt) and atrial fibrillation 
(af). sinus tachycardia (st), supraventricular extrasystoles 
(sVes), premature ventricular contractions (PVc) were clas-
sified as benign disturbances. a group of possible ischemic 
events (a lowered st segment and a negative t wave) was 
also distinguished.

the patients were also asked to fill a questionnaire, per-
taining to accompanying diseases (table 1).

in all of the patients 24-hour Holter monitoring was pre-
viously carried out (table 2).

Table 1. Co-morbidities in patients

Disease Number of patients

arterial hypertension 19

disease of thyroid gland 8

ischemic heart disease 6

depression 6

cancer 4

diabetes mellitus 4

Table 2. Results of the 24-hour Holter monitoring

ECG changes Number of patients

sinus rhythm 18

Paroxysmal supraventricular tachy-
cardia 

8

Premature ventricular contractions 4

right bundle branch block 1

atrial fibrillation 1

statistical analysis was conducted using statistica 9 soft-
ware (statsoft Polska). for quantitative variables arithmetic 
means (X) and standard deviations (sd) of estimated vari-
ables were calculated in the studied groups. results of quali-
tative variables were presented in the form of percentage.

Results
abnormalities in ecg record were detected in 33 pa-

tients (68.75%). in the remaining 15 patients (31.25%) ecg 
records were normal. Most frequently (in 77.08% patients) 
benign alterations were disclosed, including sinus tachycar-
dia, premature supraventricular complexes (sVPc) and pre-
mature ventricular complexes (PVcs), group of disturbances 
defined as clinically significant was manifested in 27.08% 
of examined patients. alterations of ischemic character ac-
counted for 20.83% of disturbances (table 3).

Table 3. ECG changes diagnosed with ELR

ECG changes Number of patients

non-sustained ventricular tachycardia 2

atrial fibrillation 3

negative t wave 3

lowered st segment 7

Paroxysmal supraventricular tachy-
cardia

8

supraventricular extrasystoles 10

Ventricular extrasystoles 10
 
in 14 patients (29.79%) ecg record disclosed more than 

a single abnormality (table 4).

Table 4. Frequency of changes diagnosed with ELR

Number of ECG changes Number of patients

1 16

2 12

3 2

4 1

5 2
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the percentage distribution of gender was similar both 
in the group with ecg alterations and in those with nor-
mal ecg record (women comprised, respectively, 82% and 
73%). in the group of women ecg changes were detected 
in the total of 71%, and in the group of men in 60% of ex-
amined patients.

Discussion

development of ecg monitoring technology provides 
a wide scope of possibilities, however diagnosis of arrhyth-
mia sometimes becomes a challenge. this is linked mainly 
to irregularity, paroxysmal and variable character of mani-
festation in disturbances of heart rhythm. this makes detect-
ing the appearance of symptoms difficult and unfavourably 
affects patient’s motivation for further studies. nevertheless, 
with poor patient compliance it is not easy to reach the suit-
able diagnostic goal of establishing a correlation between 
symptoms and arrhythmia [2].

the first stage of diagnosis includes accurately collected 
anamnesis and physical examination. subsequent manage-
ment of the patient should be integrated: general laboratory 
tests are required, cardiologic examination (including ecg 
monitoring and echocardiography) and, sometimes, evalua-
tion of neurological condition.

currently, the potential diagnostic tool may be selected 
among Holter monitoring, external event recording and the 
implantable, internal loop recorder (ilr). the principal limi-
tation involves prolonged duration of the tests, which could 
influence patient’s motivation but also exposes the patient to 
risk of trauma upon fainting or even risk of death in cases of 
ventricular arrhythmia [4, 5].

generally, external event recorders play a marginal role 
in esc recommendations related to diagnosis and manage-
ment of syncope, but the devices are mentioned as useful 
in atrial fibrillation recommendations [5]. when arrhyth-
mia or therapy-related symptoms are suspected, monitoring 
with Holter recording or external event recorders should 
be considered. there also was mentioned that in patients 
with suspected symptomatic af, additional ecg monitoring 
should be considered in order to document it (iia, b class 
recommendation), and also additional ecg monitoring was 
suggested to be considered for detection of ‘silent’ af in pa-
tients who may have sustained an af-related complication.

generally, several systems of ecg ambulatory monitor-
ing are available: conventional ambulatory Holter monitor-
ing, in-hospital monitoring, event recorders, external or im-
plantable loop recorders, and remote (at home) telemetry. 
external loop recorders should be rather considered in pa-
tients who have an inter-symptom interval ≤ 4 weeks [5]. 
ecg monitoring should be indicated in people with syncope 
only when there is a high pre-test probability of identifying 
an arrhythmia associated.

external loop recorders have a loop memory that con-
tinuously records and deletes ecg, and activated by the 
patient, after a symptom, normally with 5–15 min of pre-
activation ecg, which then is stored [5].

according to the guidelines for syncope previous studies 
gave equivocal results about the usefulness of external loop 
recorders: one study showed that external retrospective loop 
recorders allowed ecg documentation of syncope in up to 
25% of the patients monitored for 1 month, whereas in an-
other external loop recorders were not useful [6, 7]. there is, 
however growing data that external loop recorders may have 
an increased diagnostic yield, when compared with Holter 
monitoring [8]. application of elr is also recommended in 
diagnosis of cardiac palpitation, and for the purpose of iden-
tifying causes of primary bradycardia manifestation [2, 7, 8].

in the present study external event recorders permitted to 
correlate ecg changes and clinical signs and symptoms in 
68.75% patients. in 50% patients, subjected earlier to 24-h 
monitoring by Holter’s method, a new diagnosis of nsVt or 
af was established, belonging to the group of clinically sig-
nificant diagnoses.

the most common pathology in the examined group of 
patients was sinus tachycardia and it should be evaluated 
in respect to circumstances in which it appeared, physical 
exertion and stress. the second in frequency premature su-
praventricular complexes may induce symptoms due to the 
altered cardiac rhythm.

in 20.83% of patients transient myocardial ischemia was 
detected, which appeared in the course of sinus tachycardia 
episodes. this may be of significance in observations of pa-
tients with coronary artery disease or suspicion of the disease.

Previous studies indicated a variable duration of the 
time of ecg monitoring, ranging from 14 to even 30 days 
[9, 10]. such an extended monitoring results in a signifi-
cant increase in diagnoses as compared to monitoring with 
Holter. a similar percentage of diagnoses has been obtained 
(8%), similarly to other studies estimating efficacy of such 
a management but a markedly lower than that upon longer 
observation (in this study: 62%) [11]. this finding is valuable 
due to the fact that the data relevant for the same population 
directly illustrate advantages linked to extended duration of 
examination. extension of the examination from two to three 
weeks resulted in reduction of its efficacy from 96% to 79% 
[9]. duration of the present observation was shorter (3 to 
10 days) but, nevertheless, the authors reached the percent-
age of diagnosis of 68.75%. this fitted the range of results 
obtained by other authors, i.e. 56% to 75% [10, 12]. the 
shorter duration of examination reflected the independent 
termination of the examination by the patients after they had 
experienced symptoms of any significance.

the extended duration of examination, as compared to 
traditional ecg monitoring by Holter method, has increased 
the number of diagnoses. in the patients’ subgroup exam-
ined by Holter’s technique, any alterations in ecg pattern 
were detected in 29.62% of patients, while application of 
elr has allowed to detect the abnormalities in 68.75% of 
examined patients.

the diagnosis of symptoms suggesting an arrhythmic 
background can be concluded to require a multi-stage 
approach. ambulatory, long-term monitoring of cardiac 
rhythm became a basic accessory study, permitting to con-
firm finally a correlation between reported complaints and 
disturbances in cardiac rhythm. application of elr in diag-
nosis of cardiac palpitation represents an effective approach, 
permitting to precisely link the symptoms to ecg record. 
in the presented study alterations in cardiac rhythm were 
manifested in almost 70% examined patients. according to 
the present authors, application of elr should be considered 
to represent the management of choice when heart palpita-
tion is of unstable character and becomes manifested less 
frequently than once every 4 weeks. However, the group of 
patients in whom implementation of such a diagnostic pro-
cedure is useful is restricted and such an implementation 
requires engagement of both the physician and the patient.

the discussed paper has some limitations. one of them 
is the lack of information about physical activity, stress and 
arrhythmogenic agents, potentially having some influence 
on arhhythmia pathogenesis. Moreover, the thyroid gland 
diseases, present in patients from the study group, could 
be more precisely characterized with determining levels of 
thyroid hormones, which potentially could have impact on 
the incidence of some types of ecg changes diagnosed with 
elr. on the other hand, the mentioned limitations may en-
courage to lead further studies in this area.
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rhythmias, mainly mild such as sinus tachycardia premature 
supraventricular and ventricular complexes and paroxysmal 
supraventricular tachycardia. the group of people in whom 
external loop recorders should be specially applicable are 
elderly individuals, due to the physiological changes in con-
duction system in the course of the aging process.

Conclusions
external loop recorder is an easy tool for diagnosing 

heart palpitations in case when Holter monitoring is not 
conclusive. the present study showed that in majority of 
patients, around 70% presented with different types of ar-
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