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ABSTRACT
Introduction. Computed tomography (CT) is inexpensive radiological examination of high diagnostic effectiveness. However, 
common use of CT tests has led to increased exposure to ionizing radiation in the population.
Aim. To assess the effect of organ dose modulation (ODM) technique on the radiation dose received by patients during head 
CT scan.
Material and methods. A retrospective analysis of 120 tests in two groups of patients who had CT scans without and with ODM. 
Every group consisted of 60 people (30 women and 30 men in each). The ability to perform tests in two algorithms (without 
and with ODM) resulted from the fact that after installing the apparatus, tests were carried out using standard technique, and 
only then the ODM function was launched.
Results. We found that during examinations with ODM, patients received a reduced dose of ionizing radiation. The mean DLP 
value with ODM is 9.4% lower than the mean DLP value without ODM by comparing the tests with and without contrasting 
agent. The mean DLP value obtained in men using ODM was 11.9% lower than the mean dose without ODM, and in women 
this difference was 6.6%. 
Conclusion. The mean DLP value received by men with ODM was by 11.9% lower than the mean dose without ODM, and in 
women this difference was 6.6%. Patients receive a lower dose both in tests with and without a contrasting agent compared to 
the tests where ODM was not used. A statistical significance of the obtained results was found.
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Introduction
Computed tomography (CT) is available and rela-
tively inexpensive radiological examination of high 
diagnostic effectiveness. Multi-detector row CT 
scanners and shortened acquisition time have led  
to more frequent clinical use of CT. The result was a sig-
nificant increase in the number of tests - it is estimated 
that it amounts to as much as 40% of all diagnostic ex-
aminations. In the past 25 years, worldwide, the number 
of nuclear medicine examinations has almost tripled, 
while the number of CT examinations has increased 
more than twenty times.1

However, common use of CT tests has led to in-
creased exposure to ionizing radiation in the popu-
lation. United States citizens are exposed to ionizing 
radiation from medical devices almost six times high-
er than in 1980, and CT constitutes 45% of the total 
exposure to medical radiation in the USA, although it 
has only a 12% share in medical procedures.2 Head CT 
is one of the most common CT examinations. Expo-
sure to X-rays in this area has a twofold aspect.  First 
of all, there are eye lenses which are an anatomical ele-
ment particularly sensitive to X-rays. Secondly, it is the 
anatomical area with a high content of bone elements, 
hence the need to use X radiation of greater hardness 
which results in the emission of higher doses.3 In addi-
tion, in many clinical situations it is necessary to repeat-
edly examine the same patient. All these issues require 
the head CT scan to be performed in such a way that the 
patient is exposed to the lowest possible dose. 

 
 

Fig.1 Graphical principle of the ODM function.5 

Reference: Siemens Healthcare, Guide to Right Dose 
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Material and methods 

 A retrospective analysis was performed in two groups of patients who had CT scans due  

to different clinical indications. Each group consisted of 60 people (30 women and 30 men in each). 

Patients had the examination performed using a 256-slice Revolution CT scanner by GE.  The ability  

to perform tests in two algorithms (without and with ODM) resulted from the fact that after installing  

the apparatus, tests were carried out in the standard technique, and only then the ODM function was 

launched. 

 

Group A - patients who had head CT scans without ODM; mean age was 66.7 (26 to 90 yrs). 

 

Group B - patients who had head CT scans with the ODM; mean age was 62.5 (19 to 92 yrs). 

 

 The same protocol was used in all examinations.  First, two preliminary images (Scout views) 

were taken with 250 mm coverage - the first in the anterio-posterior projection (a-p), the other in the 

lateral projection. The transverse plane of slices was set through the nasal bridge and external 
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Fig. 1. Graphical principle of the ODM function.5 
Reference: Siemens Healthcare, Guide to Right Dose

One of the ways of dose reduction, also in the case 
of CT scan of the head, is the use of the organ dose mod-
ulation (ODM) technique. This technique is based on 
automatic adjustment of the lamp current  in real time, 
in order to obtain the optimum quality of the diagnos-
tic image at the lowest possible dose, depending on the 
size and construction of the patient. Thus, the radiation 
dose is modulated to adapt to the image of the organ 
and the patient’s body characteristics (Fig. 1) in order to 

better manage the dose in relation to the anatomy of the 
examined patient.4 

Aim
The aim of the study is to compare X-rays doses ob-
tained during CT examinations performed in standard 
technique and ODM technique. 

Material and methods
A retrospective analysis was performed in 
two groups of patients who had CT scans due  
to different clinical indications. Each group consisted of 
60 people (30 women and 30 men in each). Patients had 
the examination performed using a 256-slice Revolution 
CT scanner by GE. The ability to perform tests in two 
algorithms (without and with ODM) resulted from the 
fact that after installing the apparatus, tests were carried 
out in the standard technique, and only then the ODM 
function was launched.

Group A - patients who had head CT scans without 
ODM; mean age was 66.7 (26 to 90 yrs).

Group B - patients who had head CT scans with the 
ODM; mean age was 62.5 (19 to 92 yrs).

The same protocol was used in all examinations.  First, 
two preliminary images (Scout views) were taken with 
250 mm coverage - the first in the anterio-posteri-
or projection (a-p), the other in the lateral projection. 
The transverse plane of slices was set through the na-
sal bridge and external auditory openings. A constant 
voltage of 120 kV and the examination time - 9 s (with 
the rotation time of the lamp-panel system - 1 s), pitch 
1.0 were used. mA values were automatically selected - 
SmartmA 100-300 mA.  The test was performed using 
2.5 mm slices, the test range was 16 cm to cover the en-
tire head. Noise Index in all examinations was at 2.5. All 
patients had the examination initially without and later 
with a contrasting agent. Dose Length Product (DLP) 
was recorded for each patient. DLP is the product of 
CTDIvol (in mGy) and scan length (in cm). CTDIvol is 
CT volume dose index expressed in the form of CTDIw 
divided by pitch factor (quotient of the displacement of 
the table during a complete revolution of the X-ray lamp 
and the thickness of a single slice. CTDIw is a weighted 
CT dose index that allows the assessment of the average 
dose in a single slice.

The variable distribution has been checked. It de-
viates from the normal distribution. Normalization 
by logarithm did not bring enough change. Therefore, 
non-parametric tests were performed. The Mann-Whit-
ney U test was used to compare the mean DLP doses in 
the examinations without and with ODM, without con-
trasting agent and after its administration, as well as a 
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The mean DLP value in men during the head exam-
ination with ODM was 11.9% lower than the mean dose 
without ODM. The difference amounted to 160.44 mGy 
/ cm and was statistically significant (p = 0.0007).

In the same way, the difference in doses of DLP re-
ceived by women in group A and B was analyzed. The 
results are presented in Figure 4.
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Fig.4.    Comparison of mean DLP values between groups A and B in women during CT scan without 

and with ODM. 
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(p = 0.006).  

Due to differences in mean values in the group of men and women, a comparison was made between 

both sexes. 

 

Mean doses were compared in men and women during CT scan without and with a contrasting agent, 

without ODM and the results are summarized in Figure 5. 

 

 

group A  

group B 

Mean DLP dose in 
women without ODM 

Mean DLP dose in 
men without ODM 

mGy/cm 

mGy/cm 

Fig. 4. Comparison of mean DLP values between groups A 
and B in women during CT scan without and with ODM

As in the group of men, women received by 6.6% 
lower dose of DLP when using ODM. The mean 
DLP dose with ODM was by 71.86 mGy / cm low-
er and the difference was statistically significant  
(p = 0.006). 

Due to differences in mean values in the group of 
men and women, a comparison was made between both 
sexes.

Mean doses were compared in men and women 
during CT scan without and with a contrasting agent, 
without ODM and the results are summarized in Fig-
ure 5.
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Fig. 5. Comparison of the mean DLP values between men 
and women in the CT examination without and with the 
administration of a contrasting agent, without ODM

The mean DLP dose without ODM in men was 
1341.44 mGy/cm, whereas in women 1166.1 mGy /cm. 
The difference was 13% - 175.3 mGy / cm and was sta-
tistically significant (p = 0.000001).

comparison of mean DLP doses with and without ODM 
between the sexes.

The Wilcoxon signed-ranks test was used to com-
pare mean doses of DLP in the examinations without 
and with ODM in the groups of women and men. Sta-
tistical significance was defined at p < 0.05.

Results
After performing the test without and with the contrast-
ing medium, the mean DLP values for groups A and B 
were calculated. The differences in mean DLP values be-
tween group A (the standard technique, without ODM) 
and B (with ODM) were analyzed. The results are shown 
in Figure 2. 

SmartmA  

100-300 mA.  The test was performed using 2.5 mm slices, the test range was 16 cm to cover the 

entire head. Noise Index in all examinations was at 2.5. All patients had the examination initially 

without  

and later with a contrasting agent. Dose Length Product (DLP) was recorded for each patient. DLP  

is the product of CTDIvol (in mGy) and scan length (in cm). CTDIvol is CT volume dose index 

expressed in the form of CTDIw divided by pitch factor (quotient of the displacement of the table 

during a complete revolution of the X-ray lamp and the thickness of a single slice. CTDIw  

is a weighted CT dose index that allows the assessment of the average dose in a single slice. 

  The variable distribution has been checked. It deviates from the normal distribution. 

Normalization by logarithm did not bring enough change. Therefore, non-parametric tests were 

performed. The Mann-Whitney U test was used to compare the mean DLP doses in the examinations 

without and with ODM, without contrasting agent and after its administration, as well as a 

comparison of mean DLP doses with and without ODM between the sexes. 

 |The Wilcoxon signed-ranks test was used to compare mean doses of DLP in the examinations 

without and with ODM in the groups of women and men. Statistical significance was defined  

at p < 0.05. 

 

Results 

After performing the test without and with the contrasting medium, the mean DLP values for groups 

A and B were calculated. The differences in mean DLP values between group A (the standard 

technique, without ODM) and B (with ODM) were analyzed. The results are shown in Figure 2.  

 

  
 

 

Group A 

Group B 

mGy/cm 

Fig. 2. Comparison of mean DLP values between groups 
A and B during CT scan without and with the contrasting 
agent

The mean DLP value for all patients during the head 
examination with ODM was 9.4% lower than the mean 
dose without ODM. The difference is 117.99 mGy/cm 
and is statistically significant (p = 0.000007). 

Then the differences in mean DLP values for men 
in group A and B were analyzed. The results are shown 
in Figure 3.

Fig.2.    Comparison of mean DLP values between groups A and B during CT scan without and with 

the contrasting agent 
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and B in men during CT scan without and with ODM
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An analogous comparison was made in case of 
ODM use. The results are shown in Figure 6.

Fig.5. Comparison of the mean DLP values between men and women in the CT examination without 

and with the administration of a contrasting agent, without ODM. 

The mean DLP dose without ODM in men was 1341.44 mGy/cm, whereas in women 1166.1 mGy 

/cm. The difference was 13% - 175.3 mGy / cm and was statistically significant (p = 0.000001). 

An analogous comparison was made in case of ODM use. The results are shown in Figure 6. 

Fig. 6 Comparison of the mean DLP values between women and men in the CT examination without 

and with the administration of a contrasting agent, with ODM. 

The mean DLP dose with ODM in men was 1181 mGy /cm, whereas in women 1094.24 mGy /cm. 
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Concluding, the difference in the values of received doses (DLP) during the CT examination between 
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contrasting agent was administered. 
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Fig. 6. Comparison of the mean DLP values between 
women and men in the CT examination without and with 
the administration of a contrasting agent, with ODM

The mean DLP dose with ODM in men was 1181 
mGy /cm, whereas in women 1094.24 mGy /cm. The 
difference was 7.3% - 86.76 mGy / cm and was statisti-
cally significant (p = 0.0072).

Concluding, the difference in the values of received 
doses (DLP) during the CT examination between wom-
en and men in case ODM was not used amounted to 
13% and in the case of ODM use, 7.3%.  

Since a significant percentage of CT scans are per-
formed without the use of a contrasting agent (most 
tests in case of injuries), an analogous analysis was made 
as for the first part of the study, except no contrasting 
agent was administered.

The mean DLP values for groups A and B were calcu-
lated. The differences in mean DLP values between group 
A (the standard technique, without ODM) and B (with 
ODM) were analyzed. The results are shown in Figure 7.
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Fig. 7 Comparison of mean DLP values between groups A and B during CT scan without contrasting 

agent. 
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Fig. 7. Comparison of mean DLP values between groups A 
and B during CT scan without contrasting agent

The mean DLP value for all patients during head ex-
amination without ODM was 10.9% higher - 76.38 mGy 

/ cm - than the value when ODM was used. The differ-
ence was statistically significant (p = 0.000001). 

Discussion
A significant increase in the number of CT ex-
aminations worldwide allows better detection  
of pathological lesions. However, the widespread use of 
this method results in an increase in the level of X-ray 
doses in the patient population.  

The number of CT apparatuses in the world 
are constantly increasing - although the number  
of apparatuses per 1 million inhabitants in individ-
ual countries is very diverse. The highest number  
of tomographs are in Japan (almost 103.1 per 1 mil-
lion inhabitants). To compare, there are 17.2 CT ap-
paratuses per 1 million inhabitants in Poland.6 In 
this way, the risk of cancer due to CT examina-
tions also increases.7-9 However, dose levels in CT ex-
aminations (typical effective dose expressed in mSv  
in the case of head scan is 1.6 mSv) are significantly low-
er than the threshold dose for inducing deterministic 
effects, nevertheless they may affect the stimulation of 
gene mutations and carcinogenesis.10  Hence, doses gen-
erated in CT examinations may particularly pose a risk 
to pediatric patients, youth and adult women.11,12 Both 
doctors referring to examination as well as the patients 
and their benefactors are generally unaware of the dos-
es of radiation received in the CT examination, its risk  
of carcinogenesis and the importance of reducing ex-
posure in younger patients.13,14 Radiologists, who 
generally have a higher education in radiation bi-
ology and radiation risk, often have no direct rela-
tionship with patients who are imaged.15 It has been 
calculated that in the US, 700 people (including 170 
children) die due to radiation-induced malignan-
cies by CT scan of the head and abdominal region  
a year.16 The risk of breast cancer is doubled in wom-
en with two or more CT examinations before  
the age of 23.17  

The latest epidemiological results and studies on 
animals suggest that dose thresholds causing deter-
ministic effects (e.g. lens opacities that may even-
tually lead to cataracts) are or may be lower, than 
has been assumed. 18.19 The radiation dose for the 
eye lens may vary between 10.6 and 25.5 mGy with  
an average value of 18.8 mGy.20.21

Therefore, despite obvious benefits, limitations 
on the diagnostic CT tests (especially in children)  
are introduced because of their potentially dan-
gerous oncogenic effects.22 The presented issue re-
quires common analysis of radiologists, medical 
physicists, government legislative bodies and producers  
of CT equipment.  CT staff began more ac-
curately select protocols for individual types  
of examinations, individualizing them in relation to 
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specific patients. Two important principles have also 
been formulated: 
1. Referral to CT examination must be well-grounded.
2. All technical aspects of the test must be optimized 

to achieve the required level of image quality while 
maintaining the lowest possible doses for every CT 
scan.23

Manufacturers, in subsequent generations of CT de-
vices, began to implement techniques to minimize ra-
diation doses. Among various methods, one of more 
effective techniques is organ-dose modulation (ODM).24

There are few publications describing the use of 
ODM and they mainly concern phantom research. The 
first results were presented in 2011 in the American 
Journal of Roentgenology.  It was assessed that the use 
of ODM reduced the dose on the phantom surface by 
27 - 50%, depending on the anatomical region (head or 
chest) without deterioration in image quality.25  

In 2012, studies were performed in which the in-
fluence of dose reduction on the eye lens using bis-
muth shielding and ODM protection was compared. 
Dose reduction with ODM was found to be higher.  
The dose in the standard CT scan for the eye lens was 
32.16 mGy, with bismuth shielding 23.66 mGy, and in 
case of ODM 22.39 mGy.26 

In 2015, the results of experimental research on 
anthropomorphic thoracic and head phantoms were 
presented. Dose reduction was found in all dosimeter 
locations with reference to SmartmA (angular modula-
tion and Z axis) 31.3% (nipple), 20.7% (lungs), 24.4% 
(heart), 5.9% (spine), 18.9% (eye) and 10.1% (brain). On 
the other hand, simulation studies with voxelized phan-
toms have shown average reduction of doses: 33.4% 
(nipple), 20.2% (lungs), 18.6% (spine), 20.0% (eyeball) 
and 7.2% (brain).27

In 2016, another assessment of ODM effectiveness 
was published - it was found that CTDIvol decreased by 
about 20%, increasing the noise index by about 14%.28

Whereas the producer (General Electric) declares 
in the manual of the CT apparatus used to perform the 
tests analyzed in the presented paper, that in the case 
of head examination - dose reduction up to 30% is ex-
pected with the reservation that the accuracy of ODM 
will be affected by the exact positioning of the patient. 
Therefore, incorrect positioning of the patient in the a-p 
direction will affect the effectiveness of dose reduction 
for radiosensitive organs.29

Our calculations have also shown that the use of 
ODM reduces the dose of DLP both in women and men. 
The mean DLP value for all patients during the head ex-
amination (without and with contrasting agent) with 
ODM was 9.4% lower than the mean dose without ODM. 
The mean DLP value in men during the head examina-
tion with ODM was 11.9% lower than the mean dose 
without ODM and in women, the difference was 6.6%. 

Mean DLP doses without using ODM before and after 
administration of the contrasting agent were higher than 
the doses obtained using ODM and were higher by 10.9% 
and 6.2% respectively. In addition, significant differenc-
es were observed when comparing mean doses received 
by women and men during tests without and with ODM. 
The difference in tests without ODM was 13% in favor of 
women, with ODM it was 7.3% also for women. The re-
sults of the quoted studies concerned tests performed on 
phantoms. In the results of our study, when patients were 
examined, no such significant values of DLP dose reduc-
tion were found. Nevertheless, it was found that it is rea-
sonable to use ODM protocols at each head CT scan. This 
seems particularly important in view of the very large 
number of patients referred for CT scanning of the head 
which are not always well justified.30

Conclusion 
1. Results of the paper confirmed that the use of ODM 

technique reduces the dose of X-radiation received 
by the patient during the CT scan of the head.

2. We found that the reduction of DLP in patients is 
lower than in phantom studies.

3. The mean DLP value using ODM was reduced 
in the study group by 9.4% and the difference  
is statistically significant.  

4. The mean DLP value obtained by men using ODM 
was by 11.9% lower than the mean dose without 
ODM, and in women this difference was 6.6%. 
Both results are statistically significant.  

5. The mean DLP dose without the use of ODM 
during the examination without contrast was higher  
by 67.38 mGy / cm (10.9%) than the doses obtained 
by the subjects when ODM was used.

6. A difference was found in the values of received 
doses (DLP) during the CT examination between  
women and men. In case ODM was not used, DLP 
values in the group of women were 13% lower  
and in the case of ODM use by 7.3%. The difference 
was statistically significant.

7. The use of ODM technique should be necessary in 
all CT scans of the head. 
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